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Abstract
Purpose To evaluate how women of child-bearing age perceive the use of remote fetal ECG monitoring technologies. 
Telemedicine has advanced to the forefront of healthcare delivery, including maternal–fetal medicine. Smart wearable elec-
trocardiogram (ECG) devices can enable pregnant women to monitor their health and that of their fetuses. Such technology 
would be a logical extension of the telemedicine ecosystem.
Methods We conducted an observational cross-sectional study via online surveying in the United States. Study participants were 
recruited using the SurveyMonkey Audience Polling system and responded virtually. In all, the sample consisted of 507 women, 
aged 18–45 from 45 states, who are expecting to become pregnant in the next five years. Women were asked to identify their 
willingness to use a wearable ECG device the size of a patch-sized large band-aid on their abdomen. Ten binary or multiple-
choice questions were used to gauge population interest and related demographics toward the usage of a wearable ECG device.
Results Of the 507 participants, 461 (91%) women expressed an acceptance of wearable ECG technology throughout the 
pregnancy as a mechanism for increased frequency of monitoring of maternal and fetal health outside the hospital. 395 (78%) 
women demonstrated a willingness to wear devices day and night or at least during sleep and 213 (42%) of the women would 
spend up to $200 on such a device.
Conclusion Even though conducted prior to the COVID-19 pandemic, this study clearly indicates a high degree of readiness 
of prospective pregnant women for telemedicine with continuous health monitoring of the mother-fetus dyad.
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What does this study add to the clinical work? 

Smart wearable electrocardiogram (ECG) devices 
can enable pregnant women to monitor their health 
and that of their fetuses, but it was not known how 
women of child-bearing age perceive the use of 
remote fetal ECG monitoring technologies through-
out the pregnancy period.
This study indicates a high degree of readiness of pro-
spective pregnant women for telemedicine with con-
tinuous health monitoring of the mother-fetus dyad.

Introduction

The COVID-19 pandemic has drastically altered the land-
scape in which healthcare is delivered. Prior to 2019, tel-
emedicine was pitched as the next frontier. However, little 
was understood about how it would become integrated into 
modern healthcare delivery. Over the past 2 years, patients 
have become increasingly accepting of receiving medical 
care remotely [1]. This represents an exciting social shift 
that offers enormous opportunities for the improvement of 
Maternal and Fetal Medicine.

The use of fetal electrocardiogram (ECG) derived from 
maternal abdominal ECG as a biomarker of fetal well-
being offers a prime entry point for the implementation of 
remote monitoring and telemedicine for this underserved 
patient population. ECG is a measurement of the electri-
cal activity of the heart. Deviations from normal patterns 
of the ECG waveform have long been used as a diagnostic 
tool for pathologies ranging from myocardial infarction 
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to cardiac rhythm disorders to electrolyte abnormalities. 
While ultrasound-based monitoring of fetal cardiac activ-
ity (cardiotocography (CTG)-derived fetal heart rate) 
remains the mainstay of the intermittent antepartum and 
continuous intrapartum monitoring of fetal well-being, this 
technology is fundamentally limited in its signal quality, 
signal continuity, and the temporal precision of cardiac 
activity waveform, in particular the beat-to-beat intervals 
which are used to derive fetal heart rate (FHR) and FHR 
variability metrics (Frasch 2022; Frasch 2020). ECG pat-
terns are currently being investigated as early biomarkers 
of poor fetal and postnatal development [2, 3]. Studies 
indicate that adverse stimuli such as chronic maternal 
stress can negatively impact lifelong neurodevelopmental 
trajectories [4]. Current practice is only beginning to use 
ECG as a source of biomarkers intrapartum and not at all 
antepartum [5, 6].

The average number of prenatal visits in Europe and 
the United States is 6 and 11, respectively, with no indi-
cation that a higher frequency of prenatal visits results in 
better neonatal outcomes [7]. This suggests that a higher 
frequency of intermittent prenatal visits as such does not 
help improve the management of pregnancy. On the other 
hand, the prevailing paradigm is that earlier and continu-
ally updated information about physiological phenotype 
provides opportunities for more personalized health care 
in terms of prevention and early risk assessment. That can 
be achieved by continuous (or almost continuous) physi-
ological monitoring of maternal and fetal health using 
ECG technologies. Applying this technology to the in-
home setting will expand the intervention window for pro-
viders, improving pregnancy outcomes. Mothers would 
continuously wear ECG devices monitoring both mater-
nal and fetal ECG and its derivatives, such as heart rate 
(HR) and HR variability metrics, providing instant on-site 
and remote access to the health of the mother-fetus dyad. 
The first step in the implementation of such practices is 
gauging how perceptive prospective and existing mothers 
would be to the integration of wearable ECG devices in 
their daily lives.

Methods

To gauge their interest in the use of a wearable mater-
nal–fetal ECG device, we conducted an observational 
cross-sectional study. To recruit and poll participants, the 
SurveyMonkey Audience system was used from July 31st 
to August 1st of 2019, to survey 507 female participants 
across the United States of the ages 18–45, with annual 
income brackets of $0–$200,000.

SurveyMonkey is an online survey tool used to collect 
data from individuals across the US population. A pool 
of over 2 million people is maintained through an agree-
ment wherein participants agree to take part in a survey, in 
exchange for SurveyMonkey making a donation of $0.50 
to the charity of that individual’s choice. The Survey-
Monkey algorithm then randomly assigns participants to 
surveys in a manner that creates a sample representative 
of the demographics specified by the investigator. Partici-
pants then receive a URL via email from which the survey 
can be completed on a laptop or mobile device.

Study ethics approach

Each survey participant was first given the option to opt 
out of the survey (Question 1). Only if agreed to con-
tinue, were the subsequent questions shown. Due to the 
completely anonymous nature of the data collection and 
the provided right to opt out of the survey or agree to 
continue, no IRB approval was obtained prior to the sur-
vey’s completion. However, after the completion of the 
survey and prior to publication of the findings, we con-
sulted the UW IRB. It was determined that the approach 
taken meets the definition of “minor non-compliance” 
with IRB-approved procedures/UW policies and proce-
dures, because it posed no significant increase in risk or 
any decrease in benefits to subjects. The IRB ruled that 
this means that the data collected as part of this research 
cannot be described as part of a study reviewed by human 
subject division (IRB). On January 24, 2022, the IRB 
determined that the corrective actions described in the 
report are sufficient. No additional actions are required 
at this time.

Survey structure

This study was conducted under the parameters of a nation-
ally representative sample containing 500 females rang-
ing 18–45 years of age with an annual income range of 
$0–200,000. Participants were asked a total of 10 ques-
tions. We screened the participants by initially asking: “Are 
you planning to be pregnant in the next 5 years?” If no, the 
questionnaire was stopped; if yes participants answered 
four questions to gauge interest in a wearable ECG device 
as seen in Fig. 1. When asked question four, participants 
were given a description (Table 1) of a wearable device the 
size of a “patch-sized large band-aid” worn on the abdo-
men for at least 8 continuous hours throughout the day or 
night to help doctors ensure they are in good health dur-
ing pregnancy. Eight hours was established for two rea-
sons. First, it was deemed an appropriate length of time 
to reliably collect maternal abdominal ECG that can yield 
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maternal and fetal ECG while accounting for maternal and 
fetal sleep states [8, 9]. Second, eight hours would fit into 
the standard sleep schedule and avoid interruptions in data 
collection. Demographics were then gathered via five addi-
tional questions to identify income, age, location, gender, 
and polling device type distribution among the cohort.

To achieve adequate power to accurately represent the 
roughly 60 million US females between the ages of 18–45, 
we determined that 500 participants were needed. In order 
to gather enough responses for each of the ten questions, 
SurveyMonkey recruited a total of 527 participants. The 
response rate among recruited individuals was 96%, with 
twenty recruited individuals failing to provide a response to 
all presented questions. The initial screening question had a 
margin of error of 4.44% due to 507 individuals responding 
to “planning to become pregnant in the next 5 years”. Ques-
tions 2–5 had a margin of error of 6% due to participants 
choosing not to answer. Questions 6–10 which were used 
to gather cohort demographics, had a margin of 4.4% as all 
507 responded. In total, the data collected using the Survey-
Monkey Audience System had a confidence level of 95%.

Results

The cohort represented individuals from forty-five states 
across the USA, with response density reflecting popula-
tion densities (Fig. 2).

A 96% response rate (507/527) was achieved because 
participants were recruited and agreed to complete a survey 
in principle prior to participation, with no knowledge of the 
survey’s content. SurveyMonkey then randomly assigned 
participants to our survey, from the pool of individuals who 
agreed to partake in any survey, until all questions had a 
response rate of 250. This led to a total recruitment of 527 
individuals, twenty of which did not complete the survey and 
whose responses could not be included. Participants make 
up females 18–45 with incomes ranging $0–200,000 from 
45 of the 50 states in the US.

As Table 2 summarizes, a large proportion [113 (43.8%)] 
of participants had already gone through a prior preg-
nancy. The screening question identified 258 participants, 
or roughly half of the participants (50.89%) as planning to 
become pregnant within five years of participating in the 
study. 121 (46.9%) participants expressed a willingness to 
wear an ECG device continuously, 81 (31.4%) only while 
sleeping, or 33 (12.8%) only while awake (Fig. 3). Individu-
als were also polled on their inclinations to spend money 
on said device, 105 (44.7%) were willing to spend up to 
$100 on such a product, and another 98 (41.7%) $100 to 
$200 (Fig. 3). A subset of 23 (9.79%) participants expressed 
a willingness to spend up to $300, and an additional (9) 
3.83% demonstrated a readiness to spend more than $300 
on a wearable ECG device.

Fig. 1  Survey question algorithm

Table 1  Introduction to the survey

In 2020, we are launching the production of a smart pregnancy monitor to help your doctor ensure you are doing ok during pregnancy. It is used 
as a patch-sized large band-aid that needs to be attached to your abdomen

It can be worn at home and on the go
The device is scientifically proven to monitor your and your baby’s vital signs and development in real-time
In order to be effective, it has to be worn for at least 8 h during the night or during the day; it is most effective is worn continuously throughout 

day and night
Please consider the following questions to help us gauge your interest in such technology for use during pregnancy
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Fig. 2  Geographic representation of surveyed participants. The cohort represented individuals from forty-five states across the USA, with 
response density reflecting population densities

Table 2  Survey results

Question Response options Participant responses

Question 1 Are you planning to be pregnant in the next 5 years? Yes 50.89% (258)
No 49.11% (249)

Question 2 What is your age? 18–24 28.68% (74)
25–34 52.71% (136)
35–44 18.60% (48)
45 or over 0% (0)

Question 3 Do you have any children? 1 20.16% (52)
2 17.44% (45)
3 4.65% (12)
More than 3 1.55% (4)
None 56.20% (145)

Question 4 Would you wear a pregnancy monitor to know how you and your baby are doing at 
home or on the go in real-time between doctor appointments?

At night 31.4% (81)
During the day 12.79% (33)
Day and night 46.90% (121)
No 8.91% (23)

Question 5 How much would you be willing to pay for such a pregnancy monitor? $100 or less 44.68% (105)
$100–$200 41.70% (98)
$200–$300 9.79% (23)
More than $300 3.83% (9)

Questions 6–10 Verified age, and gathered gender, income range, geographical region, response device type
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Discussion

Five hundred and seven women of childbearing age, the 
largest population sample surveyed to date for this pur-
pose, provided insight into their attitudes towards wearable 
ECG devices. Of those 258 participants that affirmed to 
become pregnant in the next 5 years, the overwhelming 
majority (235) expressed enthusiasm toward a wearable 
device for monitoring maternal–fetal health during preg-
nancy in-home, while asleep, and on the go.

ECG-based monitoring devices for pregnant women 
can enable deeper analyses and more precise reporting 
of health status than current ultrasound-based devices. 
Ultrasound is limited as a diagnostic tool due to the small 
size and constant motion of the fetus. Ultrasound gives 
snapshot data points that are highly dependent on human 
experience and interpretation, unlike ECG which allows 
for real-time monitoring of the fetus [10].

ECG-based telemedicine does have its limitations. 
Technical challenges are posed by the internal nature of 
the fetus as maternal tissue and amniotic fluid can mask 
and distort signals creating a low signal-to-noise ratio. In 
addition, the fetal heart rate is 2–3 times faster than that of 
an adult further complicating signal extraction issues [11].

The introduction of wearable ECG devices may also create 
psychosocial complications. Pregnant women may experience 
a heightened awareness of the impact their behavior has on fetal 
health due to the continuous presence of a monitoring device. 
This heightened awareness could lead to improved dietary and 
lifestyle choices. Conversely, it may incur an increased stress 
response in the mother. There is also potential for the presence of 
ECG devices to promote increased levels of communication with 
the prenatal care team and subsequently improve care outcomes. 
However, there is also the potential for providers to become over-
whelmed with inquiries from well-meaning pregnant mothers 
about the status of their fetus. Our team believes the potential 
psychosocial complications are far outweighed by the positive 
impact on the quality of care provided to pregnant mothers.

The findings of this study indicate that the child-bearing 
aged female population is ready for the integration of wear-
able continuous ECG monitoring into the modern healthcare 
model of telemedicine. The time for disruption of the pre-
sent antiquated maternal–fetal monitoring antepartum has 
arrived. The required hardware and software technologies 
have matured and converged with the people’s readiness 
for telemedicine throughout the antepartum period. ECG-
based monitoring devices for pregnant women will allow 
more robust analyses and more accurate reporting of health 
status than current ultrasound-based devices.

The strengths of the present study include a large cross-
sectional US-wide representative population sampling 
approach with a response rate over 95% and a margin of 
error around 4%. The key limitation is that we conducted no 
piloting and validation of the questions 4 and 5 deployed in 
our survey. A mitigating circumstance is a fact that the ques-
tions were either binary or simple multiple-choice queries 
leaving little room for interpretation.

In today’s health technology market wearable products 
that monitor adult health and fitness do exist but are not 
targeted specifically towards pregnant women. Therefore, 
currently, no routinely used antepartum monitoring tech-
nology exists that provides information on the pregnancy 
physiology or the health status of the fetus or the pregnant 
mother. However, excitingly, several companies are pursu-
ing this direction in clinical research settings as the first step 
toward implementation in routine clinical care Non-wearable 
products that monitor aspects of fetal health exist in the con-
sumer space. However, such devices all share common pit-
falls like low fidelity ultrasound technology, very short-term 
(seconds to minutes) observations without data recordings, 
and provide minimal data analytics (if any) value beyond 
brief entertainment and possibly perilous false reassurance.

At the same time, the cost of hardware components 
required to build high-quality ECG devices for this purpose 
has come down to such a level that continuous antepartum 
monitoring technology is now achievable within the price 

Fig. 3  Survey findings
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range identified in the present study. All required software 
components are also available [3, 12–14].

From a physiological viewpoint, a pregnant woman and 
her unborn baby are intimately connected forming one single 
physiological system. Consequently, important information 
about their joint well-being is lost when they are not moni-
tored together [15]. With one recent exception, all current 
devices use periodic ultrasound-based monitoring which is 
less precise than ECG-based monitoring and cannot provide 
the continuous monitoring (during maternal sleep for exam-
ple) that is possible with ECG-based wearable devices [6].
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